[Technical premises for the standardization of x-ray studies].
The relation between the radiation output of an X-ray applicator and the performance of the X-ray unit is demonstrated. The method of monitoring the compliance of the performance with the radiation output is proposed thereby permitting the standardization of X-ray examinations in various medical institutions.